This study compared the biocompatibility, mechanical properties, and surface roughness of a pre-polymerized polymethyl methacrylate (PMMA) resin for CAD/CAM complete removable dental prostheses (CRDPs) and a traditional heat-polymerized PMMA resin. Two groups of resin substrates [Control (RC): conventional PMMA; Test (RA): CAD/CAM PMMA] were fabricated. Human primary osteoblasts and mouse embryonic-fibroblasts were cultured for biocompatibility assays. Mechanical properties and surface roughness were compared. ANOVA revealed no difference between the resin groups in the biocompatibility assays. RA demonstrated a higher elastic modulus (p=0.002), young's modulus (p=0.002), plastic energy (p=0.002), ultimate strength (p=0.0004), yield point (p=0.016), strain at yield point (p=0.037), and toughness (p<0.0001); while RC displayed a higher elastic energy (p<0.0001). Laser profilometry concluded a rougher surface profile (p<0.0001) for RA. This study concluded that the tested CAD/CAM resin was equally biocompatible and presented with improved mechanical properties than the traditional heat-polymerized PMMA resin used in the fabrication of CRDPs.
INTRODUCTION
The manufacturing of complete removable dental prostheses (CRDPs) by the computer-aided designing and manufacturing (CAD/CAM) methods, first documented in the 1990s 1, 2) , have substantially increased in the last decade 3) . This technology-driven manufacturing process owes its exponential growth to a few important factors such as, but not entirely restricted to, the changing attitudes and/or trends of the clinicians as well as the dental technicians, the potential reduction in clinical chairside time and dental laboratory costs, as well as the incorporation of pre-polymerized materials. Clinical success, in terms of patient satisfaction and patient preference for the CAD/CAM manufactured CRDPs, has been reported in literature [4] [5] [6] . In terms of the trueness of the CAD/CAM fabricated CRDPs, when compared to conventional CRDPs, was found to be non-inferior to a conventional PMMA and within the clinically acceptable range [7] [8] [9] [10] . The conventional 'flask-pack-press' technique for the fabrication of CRDPs has been employed for more than half-a-century and can be considered as a time-tested "gold standard" procedure. Traditionally, the CRDPs are manufactured with polymethyl methacrylate (PMMA) resin and involves a heat polymerization process 11) . Over the years, this procedure has witnessed modifications with improvements in the PMMA resin properties and also the related processing protocol such as the use of auto-polymerizing, microwave-processing, or injectionmolding techniques 12, 13) . The traditional concept per se has relatively remained the same i.e., uncured PMMA resin being molded into the desired form under pressure and polymerized. However, this protocol has seen a phenomenal transition since the ingress of CAD/CAM manufacturing procedures of CRDPs.
The two common CAD/CAM techniques used in the manufacturing of CRDPs, rapid prototyping and CAD/ CAM milling techniques, employ protocols that are totally contrasting to the traditional techniques. The rapid prototyping or additive CAD/CAM process involves a serial apposition of the resin material on a support structure followed by curing/hardening by visible light, UV light, heat or laser. This accumulative layering and curing process is repeated until the CAD-designed CRDP form is achieved. The subtractive or CAD/CAM milling process, on the other hand, involves the CRDP to be milled out from a pre-polymerized commerciallymanufactured PMMA blank (puck). This blank is produced under high pressure and is therefore claimed to have superior mechanical properties, exhibit better hygienic properties, and leech out less residual monomer. However, no significant differences could be established in the amount of monomer leeched out from CAD/ CAM milled CRDPs and conventionally manufactured CRDPs 14) . The other assumptions however, have not yet CAD/CAM milled complete removable dental prostheses: An in vitro evaluation of biocompatibility, mechanical properties, and surface roughness been substantiated in literature. Although these resins are chemically similar to the traditional PMMA resins used in the fabrication of conventional CRDPs, fact still remains that their production process is entirely different. Whether the PMMA resins manufactured by newer protocols are able to retain their original mechanical properties and function under clinical conditions successfully over a long-term, need to be scientifically warranted. Moreover, independent evidence relating to the biocompatibility and mechanical properties of these PMMA resins employed for the milling of the CRDPs are non-existent in scientific literature.
Hence, this study was conducted with the aim of evaluating the biocompatibility assays, mechanical properties, and the surface roughness of one type of pre-polymerized PMMA resin that is used in the manufacturing of CAD/CAM milled CRDPs. The null hypothesis which was set for this in vitro study was that there is no difference in the biocompatibility, mechanical properties, and surface roughness between the prepolymerized PMMA resin used in the manufacturing of CAD/CAM milled CRDPs and the traditional PMMA resin used in conventional heat polymerized CRDPs.
MATERIALS AND METHODS

Resin specimens
The control samples used in this study were custommade from conventional heat polymerized PMMA resin. The test specimens were milled from a pre-polymerized PMMA resin puck.
Control group (RC)
Resin specimens were custom-manufactured from conventional heat polymerized PMMA resin (Aesthetic Red, CANDULOR, Glattpark, Switzerland) in a conventional dental laboratory by a master dental technician. Wax-patterns of the required dimensions of the specimens were cut and then processed to PMMA by the conventional flask, pack and press fabrication method. After polymerization, the specimens were trimmed for excess, finished and polished using pumice powder (Polyglass Ultra ponce, KALADENT, Urdorf, Switzerland) and felt-tip polishing buffs. Final finishing was done using a universal high-gloss polishing paste intended for PMMA resins (KMG, CANDULOR, Wangen, Switzerland) with a high luster polishing buff (High luster buff Acryl, Bredent, Senden, Germany).
Test group (RA)
A pre-polymerized PMMA puck, manufactured under high pressure (AVADENT, Global Dental Science Europe, Tilburg, The Netherlands), was used for manufacturing the resin specimens for this group. The specimens were cut using a rotary table saw (Inca, Injecta, Teufenthal, Switzerland) equipped with a 3 mm thick stainless circular blade (Oertli Werkzeuge, Höri, Switzerland). The cut resin specimens were then finished and polished by the master dental technician.
The finishing and polishing procedures followed were the same as described for control group. The cut specimens were stored in a sterile plastic container in a cool dry place before testing. 15) . For the analysis, passages 3-5 were used as described in previous similar experiments 15, 16) . The fibroblast cell line (3T3 cells) used in this experiment is a well-established standard cell line cultured from the embryonic tissue of the Swiss albino mouse.
The density of the cells used for the assays was 2,600 cells/cm 2 cultures in 24-well plates (TPP techno Plastic Products, Trasadingen, Switzerland) with Dulbecco's Modified Eagle's Medium (DMEM medium, Life Technologies, Carlsbad, CA, USA), in which 10% foetal calf serum (Eurobio, Les Ulis, France), 1% penicillin/ streptomycin/fungizone (Life Technologies), 2% HEPES (Life Technologies) were further supplemented. The RC and RA plates were immersed in this medium for incubation and culture for both cell lines.
Cell culture and proliferation (Resazurin assay)
The hOBs and 3T3 cells were cultured on both, RC and RA substrates plates. For each cell line (hOBs and 3T3) and each group, cells were cultured for 21 days in triplicate. This assay was repeated three times (n=9) for the two cell lines separately as described in earlier publications 16) . Resazurin assays were done on days 3, 7, 14 and 21 within each test run. Once the cultures were ready, on the day of measurement, Resazurin (Resazurin Sodium salt, Sigma Aldrich, St. Louis, MO, USA) with a concentration of 10 μg/mL was added in the culture media to measure the proliferation of the cells. The cells were maintained at 37°C/5% CO 2 for 4 h. Resazurin is transformed to Resofurin during this incubation. The absorbance of resofurin in culture media was assessed at 570 and 630 nm. The percentage of reduction of the resazurin was then calculated according to the manufacturer's instructions and used for data analysis.
Mechanical properties and surface characteristics 1. Nanoindentation test A nanoindenter equipped with a Berkovich indenter (CSM Instrument, Peseux, Switzerland) was used to perform the tests. The Berkovich diamond tip was calibrated using a fused silica standard provided by the manufacturer. A load of 8 mN was applied at a rate of 76 mN•min −1 . At maximum constant load, a 10-s holding period was imposed. The applied load and penetration depth were continuously recorded during the loading and unloading cycle. Five indentations were placed for each specimen (n=2) at different random locations. Elastic modulus and hardness were obtained from the unloading portion of the indentation curves, using the Oliver and Pharr method 17) . The elastic and plastic energies needed to perform the indents were also estimated. To compute the elastic modulus, Poisson's ration was taken as 0.3.
Three-point bending test
A three-point bending test was performed to further assess the mechanical properties of the resins. Five samples were stored in water at 37°C for 24 h. The span length of the specimen was 50 mm and a vertical load was applied at the mid-point of the specimen at a crosshead speed of 1 mm/min by a universal testing machine (INSTRON 1117, INSTRON, Norwood, MA, USA). The ultimate strength, flexural elastic modulus, stress at the proportional limit (yield point), flexural strain at the proportional limit, and toughness were determined for each sample.
Laser profilometry
Five samples per group were measured and the corresponding profiles were generated per sample. Surface roughness profile (R) was measured using a high-resolution white light non-contact laser profilometer (CyberSCAN CT 100, Cyber technologies, Eching-Dietersheim, Germany) with a z-resolution of 20 nm and a lateral resolution of 1 μm; R was calculated using a Gaussian profile filter with the cut-off wavelength (λ c) set to 0.8 mm and the sampling length to 4 mm, in a given total scanning length of 5.6 mm as per the specifications by the International Standards Organization (ISO 11562). This total scanning length is then split into five sampling lengths. R is analyzed within this total scanning length, and the most commonly measured roughness characteristics, average roughness (R a) and maximum roughness (Rmax) were analyzed. Ra is the arithmetic mean value of all heights (peaks and valleys) in the given roughness profile. R max is the maximum of all roughness depths (distance between the deepest valley and the highest peak) measured within the complete scan length.
Statistical analysis
Data collected were verified for normal distribution using the Kolmogorov-Smirnov test and compared for statistical significance using the student's t-tests and two-way ANOVA. The level of statistical significances for all tests were set at p<0.05. All statistical analyses were done using Statistica ver.12 (Dell, Tulsa, OK, USA), software package.
RESULTS
Biocompatibility assays (hOBs and 3T3 cells proliferation)
The hOBs and 3T3 cells' activities in the RC group at day 3 were set as baseline. Cells proliferated regularly and gradually on both surfaces, showing a 10-fold increase from day 3 to day 21 for the osteoblasts, and a 20-fold increase for the fibroblasts. The ANOVA model revealed no significant differences between the two groups for either the hOBs [F (1, 64) Mechanical properties and surface characteristics 1. Nanoindentation test RA group displayed a significantly higher elastic modulus (p=0.002) and the young's modulus (p=0.002) than the RC group (Table 2) . Although the total energy needed to perform the indents on the resin substrates was the same for both groups, their plastic and elastic behaviors differed; RA displayed a higher plastic energy (p=0.002) but a lower elastic energy than RC (p<0.0001). The hardness of RA and RC were not statistically significant.
Three-point bending test
During exposure to continuously increasing load, all five samples fractured in the RC group but only two samples fractured in the RA group. The three non-fractured samples in the RA group, displayed a large deflection when the experiment had reached its force limits. These non-fractured RA samples returned to what seemed their original shape in some time after the applied load had been removed. Although both resins showed similar flexural elastic modulus (p=0.712), RA group was superior in its ultimate strength (p=0.0004), yield point (p=0.016), strain at yield point (p=0.037), and toughness (p<0.0001) when compared to the RC group (Table 3) .
Laser profilometry
The profilometry results revealed that both the R a and the Rmax were found to be significantly higher in the RA group when compared to the RC group (p<0.0001; Table 4 , Fig. 1 ). 
DISCUSSION
The fabrication of CRDPs by CAD/CAM milling technique involves a subtractive process where a prepolymerized PMMA blank puck is milled into the designed denture form. This method of fabrication is entirely contrary to the traditional method, wherein the uncured resin is molded into form under pressure and then polymerized. The conventional method of heat polymerization of CRDPs has been in existence for many decades and has proven to be a reliable method, but has its drawbacks. Common heat polymerization errors are frequently encountered in conventional denture processing and include denture porosity, crazing, denture warpage including volumetric and linear shrinkages 18, 19) . Denture porosity, which may be internal, external or ubiquitous, is usually caused due to the evaporation of the monomer caused by uncontrolled high temperatures during the curing cycle, or can be caused by a non-homogenous mixing of the resin and/or an inadequate pressure during its packing. Crazing, on the other hand, is the formation of cracks on the resin surface which may be stress induced, or the incorporation of water during polymerization and/or because of a solvent attack. Warpage can occur due to stresses incorporated during polymerization [20] [21] [22] . Volumetric and linear shrinkages of the resin during the polymerization process is inherent to the conventional flask-pack-press technique, requiring occlusal adjustments immediately after de-flasking and carving of a post-dam to compensate for a potential lift-off of the palatal plate from the plaster model. The shrinkage is reported to be 0.42 to 0.58% at water saturation which is within a clinically acceptable range 19) . The CAD/CAM milling process supposedly eliminates the above-mentioned processing errors, owing to the use of a pre-polymerized puck, which is manufactured under high pressure. The resin is said to also exhibit improved mechanical properties, better biocompatibility, surface characteristics and excellent bio-hygienic properties. However, all these claims have not been tested independently. Reports on the evaluation of the precision of the CAD/CAM manufacturing process 7, 8) , and on the residual monomer content exist in current literature 14) . In a study by Steinmassl et al. 14) , no significant difference was observed between the monomer content leeched out from different CAD/ CAM milled CRDPs and the conventionally fabricated dentures. In terms of precision of the fabricated methods CAD/CAM, studies have verified that the trueness of the milling methods are either better than conventional methods or remain within clinically acceptable limits 7, 8) . This bench experiment, therefore, compared the biocompatibility, mechanical properties, and surface characteristics of the CAD/CAM CRDP resin with a conventional PMMA resin used in the fabrication of conventional CRDPs, by testing our null hypothesis that there is no difference in the biocompatibility, mechanical properties, and surface roughness between the prepolymerized PMMA resin used in the manufacturing of CAD/CAM milled CRDPs and the traditional PMMA resin used in conventional heat polymerized CRDPs.
Inherent shortcomings are due to the chosen methodology in these assays and mechanical bench experiments. Resin substrates were custom prepared. The specimens for the RC group was manufactured by conventional methods. A wax pattern in the required dimension was first made, then this wax pattern was processed in a conventional PMMA resin and heat polymerized using the traditional flask-pack-press procedure. The polymerized specimens were trimmed, finished and polished by a master dental technician. While, the specimens for the RA group were milled out from the blanks and then hand finished by the same master dental technician. This methodology was typically followed to ensure that standardization and originality of the manufacturing techniques are maintained, but differences may, or may not have occurred since cutting of the pre-polymerized specimen may have introduced an additional surface roughness, as well as internal tensions in the resin, which may not have been present in the conventional specimen. Another source of surface degradation which may have occurred is while the specimens were being disinfected using ethanol solution. This however, can be argued that the exposure to ethanol during this disinfection process was a relatively short period (5 min). Moreover, both groups underwent identical protocols of disinfection and also, the chemical component (PMMA) of the resins were similar, it may be assumed that whatever negligible surface change which might have occurred in one resin group would have been consistent in both resin groups. However, it is quite possible that one resin group may have undergone more surface degradation than the other, but this was not investigated in the current experiment as it was beyond the scope of this study. Biocompatibility of dental materials used for dental prostheses is one of highest priorities in a clinical setting. Adverse reactions of the oral mucosa, in close contact with the foreign material introduced may cause pain, hypersensitivity reactions as well as burning mouth sensations 23, 24) . Hence patient safety must be assured using biocompatibility testing. The cell lines (hOBs and the 3T3 cells) cultured for the biocompatibility assays are standard well established cell lines commonly used for the biocompatibility evaluation of materials in our laboratory 15, 16, 25) . Biocompatibility assays revealed relatively good cell proliferations of both types of cells cultured, hOBs as well as the 3T3 cells, on both the resin substrates. Although in a clinical situation the resins will almost never be in a direct contact with osteoblasts, it was still considered worthwhile to perform this test as a measure of biocompatibility. The results were interesting as a gradual and healthy hOBs proliferation on both resin substrates were noticed. Although there seemed visibly a higher proliferation of the hOBs on the test group (RA), a statistical significance could not be established. The 3T3 cell assay revealed a similar trend as the hOBs assay for the test group (RA), but again not statistically significant. Hence, based on the results of our present experiment, the null hypothesis with regards to the biocompatibility was not rejected as there was no difference between the two groups.
These preliminary assays sufficiently validate the noninferiority of the test group (RA) against the control. However, in a previous experiment, we noticed a significantly higher variability of the trueness of the milled CAD/CAD intaglio surfaces 8) . Such "terracing" may be related to the size of the milling instruments, as could be interpreted from previously published images 7) . The present experiments also confirm a higher roughness of the CAD/CAM resin specimen, hence the null hypothesis with regards to surface roughness was rejected. We noticed a tendency to an increased proliferation of both cell lines on the test group substrates. The assumed lower porosity of the puck as well as its established increased surface roughness might have fostered the cell proliferation. On the other hand, an increased roughness may foster biofilm adhesion in vivo. Surface roughness, amongst other factors like material properties, is a known contributor to oral biofilm adhesion 26, 27) . Hence the absence of a significant difference in cell growth may be due to two counter-acting effects. On the one side, a positive effect from a denser structure of the pre-polymerized test-resin, which fosters biocompatibility. On the other hand, a negative effect of biocompatibility might counteract this effect due to a higher surface roughness. Accumulation of oral biofilm is a highly relevant risk factor in geriatric populations 28) , where the presence of oral bacteria may cause aspiration pneumonia 29) , especially when the dentures are worn during the night 30) . At this stage, a better or worse biocompatibility of the novel prepolymerized denture resins remains speculative. No bench experiment can replace clinical trials to verify biocompatibility and biofilm adhesion in a clinical context. Hence, further biocompatibility tests to evaluate the toxicity of the resin, along with the resistance to candida and other microbial plaque adhesions due to the increased surface roughness, could prove interesting in order to provide a deeper insight.
The present study reveals mechanical properties that are distinctly different from the conventional heatpolymerized denture resin, hence the null hypothesis with regards to mechanical properties is rejected. The increased toughness and ultimate strength along with a higher elastic modulus of the RA may allow for denture designs with lower minimal thicknesses, without risking frequent denture repair. Although large parts of a dental prosthesis replace lost tissues, like teeth and alveolar bone, there are some parts where the removable denture adds additional volume to the oral cavity, notably on the hard palate. Covering the hard palate is necessary for achieving physical denture retention and for distributing occlusal load to a large surface of denture bearing tissues, but the central palate is not subject to atrophy after tooth extraction. The novel denture resins would allow a thinner palatal plate without compromising the mechanical properties of the prosthesis, hence providing the patient with less additional volume 31) . Advantages of a thinner palate may comprise a more natural speech, a more natural "feel" and a higher comfort, although evidence is for the moment lacking. Our first clinical experience, however, confirm an excellent patient compliance concerning the thin palatal plate.
Given that the blanks are pre-polymerized, volumetric and linear shrinkages have already taken place before shaping the final denture. Hence forming the denture is assumed to be devoid of any such distortions. Although one might assume a clinical advantage from this feature in terms of adaptation of the palatal plate to the tissues, previous experiments from our group could not confirm a superiority of the CAD/CAM technique in terms of adaptation to the palate. All mean deviations in trueness in the three tested techniques, in our previous experiment, remained within a clinically acceptable range 8) . The tested CAD/CAM resin presents a high modulus of elasticity which means it takes longer to deform before breaking. Although this may correlate to a lower frequency of denture repair, it cannot be ignored, that this clinical advantage may be diluted by the use of a thinner palatal plate. It also has to be considered, that a denture which is resistant to deformation assures a stable occlusion and hence a solid positioning of the mandible against the cranium. Dentures fabricated from flexible materials like nylon or those relined with soft tissue conditioners are not adequately resistant to occlusal forces and have been associated with lower chewing efficiency and occlusal forces 32) . Given the bulk of the prosthesis rehabilitating the dental arch, a deformation in a clinical context is unlikely to occur, especially when the denture teeth are also milled from the same puck. Deformation under habitual chewing forces of the new CAD/CAM resins has yet to be further tested in a clinical context.
The mechanical properties of the novel CAD/CAM resins may also allow for overdentures without metal or fiber reinforcement, as the inherent toughness may prevent fractures and crack propagations in areas where voluminous attachment systems require substantial thinning of the denture bases. One might even go so far, as to try fixed implant supported dental prosthesis without metal or fiber reinforcement. Again, clinical proof for these novel treatment concepts is missing. Last but not the least, CAD/CAM resins may provide additional comfort to oncology patients wearing maxillofacial prostheses. Substantial weight savings may occur when the walls of a maxillo-facial obturator can be hollowed out to a thinner layer, without compromising the mechanical properties or the seal against liquids from the oral and nasal cavity. The long-term clinical performance of this CAD/CAM resin however, needs to be further evaluated by prospective clinical trials.
CONCLUSIONS
This study revealed that the tested CAD/CAM PMMA resin is equally biocompatible and presented with improved mechanical properties than the traditional heat-polymerized PMMA resin used in the fabrication of CRDPs. With its improved mechanical properties, the CAD/CAM resin may be suitable for a wider range of prosthetic designs specifically in special clinical indications.
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